[Biocompatibility of implants with and without fluorohydrocarbon glow-discharge polymer coating. 2. Automated equidensitometric recording of tissue reactions].
A conclusion on the biocompatibility, the solubility, and the chronic toxicity of different implant materials showed the equidensitometric measurement of the capsular thickness in the environs of the implants by means of the electronic image interpretation equipment Densitron. The method, the results, and the advantages of the technique are described.